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1)  Introduction 


Contrast-enhanced  (CE)  dual-energy  (DE)  x-ray  imaging  provides  a  technique  to  increase  the 
contrast  of  radiographic  imaging  agents  by  suppressing  the  variation  in  signal  between  various 
tissue  types.  In  the  breast,  this  involves  the  suppression  of  the  signal  variation  that  results  from 
differences  in  soft-tissue  (adipose  and  glandular)  composition  across  the  image.  By  reducing  the 
effect  of  the  soft-tissue  contrast,  it  is  then  possible  to  segment  and  quantify  the  signal  from  the 
exogenous  imaging  agent  more  accurately.  Clinically,  CEDE  imaging  is  garnering  significant 
interest  because  a)  it  is  possible  to  obtain  multiple  views  of  both  breasts  with  a  single  contrast 
administration;  b)  the  contrast  agent  can  be  administered  when  the  breast  is  uncompressed  thus 
preserving  the  natural  circulatory  dynamics  of  the  breast  tissue;  c)  the  high-  and  low-  energy 
images  can  be  obtained  in  quick  succession,  reducing  patient  motion. 

At  present,  CEDE  breast  imaging  is  performed  with  iodinated  contrast  agents  which  are  better 
suited  for  temporal  subtraction  CE  imaging.  We  postulated  that  silver  (Ag)  nanoparticles  (NP) 
would  be  superior  as  a  contrast  agent  for  CEDE  breast  x-ray  imaging.  Calculations  of  contrast  as 
a  function  of  two  mono-energetic  spectra  showed  that  Ag  is  able  to  provide  higher  DE  contrast 
than  iodine.  In  parallel  work,  we  have  successfully  fabricated  AgNP  which  are  stable  and  have 
yielded  high-quality  images.  Here,  we  detail  the  results  of  our  work.  We  have  presented  and 
published  our  results  in  conference  proceedings.  We  have  filed  a  provisional  patent  application. 
The  main  participant  of  the  project,  Roshan  Karunamuni,  is  in  the  final  months  of  his  PhD,  and 
his  thesis,  together  with  three  peer-reviewed  manuscripts  are  in  preparation. 

2)  Keywords: 

Breast  Cancer,  contrast-enhanced  imaging,  digital  breast  tomosynthesis,  dynamic  imaging,  x-ray 
imaging 
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3)  Overall  Project  Summar 


a)  Research  Overview 

In  this  grant,  we  postulated  that  AgNP  would  be  superior  as  a  contrast  agent  for  CEDE  breast  x- 
ray  imaging.  We  proposed  to  demonstrate  in  proof-of-principle,  the  applicability  of  AgNP  as 
contrast  agents  for  use  in  narrow-bandwidth  CEDE-breast  x-ray  imaging.  Two  objectives  were 
proposed: 

Ol:  Synthesize  spherical  AgNP  and  functionalize  them  with  an  anti-HER2/neu 
affibody. 

02:  Perform  in  vitro  cytotoxicity,  and  in  vivo  tumor  enhancement  imaging  and 
biodistribution  studies. 

We  have  successfully  completed  01  and  02. 

The  results  are  divided  into  two  major  subsections: 

a.  Imaging  Framework:  In  order  to  better  understand  the  suitability  of  silver  as  a  contrast 
agent,  we  expanded  upon  our  primary  calculations  of  contrast  sensitivity.  Simulations 
were  performed  using  both  monoenergetic  and  polyenergetic  x-ray  spectra  to  detennine  if 
silver  is  a  viable  alternative  to  iodine,  as  well  as  determine  the  set  of  imaging  parameters 
needed  to  maximize  the  contrast.  We  have  also  tested  our  imaging  method  on  physical 
phantoms. 

b.  Development  of  the  silver  contrast  agent:  We  have  also  completed  the  synthesis  and 
characterization  of  a  silver  nanoparticle-based  contrast  agent.  The  particles  were  then 
injected  into  immunocompromised  mice  which  resulted  in  significant  enhancement  in  the 
primary  blood  vessels,  liver,  and  spleen. 

We  have  excellent  progress  on  this  project  and  have  presented  these  results  at  the  1 1th 
International  Workshop  in  Breast  Imaging  2012  and  2013  SPIE  Physics  of  Medical  Imaging. 

(see  Appendix) 
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b)  Results 


i)  Imaging  Framework 

The  DE  signal  intensity  (SIDE)  can  be  expressed  as  a  logarithmic-weighted  subtraction  between 
the  high-  and  low-  energy  signal  intensities.  By  using  the  Beer-Lambert  law,  these  intensities  can 
be  expressed  as  a  combination  of  the  linear  attenuation  coefficients  (p)  and  thicknesses  (/)  of  the 
various  materials  in  the  beam  path.  Thus,  SIDE  can  be  expressed  as: 

SIDE  =  In (/(f)  -  W  x  ln(/f )  +  t  x  +  W  x  p£]  +  tg  x  [(p£  -  V-g )  -  W  x  (pE  -  /4)  + 

tc  X  [~^c  +  W  XfiE]  (1) 


In  Equation  1,  the  superscripts  L  and  H  refer  to  low-  and  high-  energy  respectively.  The 
subscripts  a,  g,  and  c  refer  to  adipose,  glandular  and  contrast  material  respectively.  Iq  is  the  initial 
photon  fluence,  u  is  the  linear  attenuation  coefficient,  t  is  the  thickness  of  the  material,  and  W  is 
the  weighting  factor. 


SIDE  can  be  broken  down  into  three  major  components.  The  first  component,  underlined  in  blue, 
is  a  combination  of  the  initial  photon  fluence  and  total  thickness  of  the  breast.  This  component 
can  be  assumed  to  be  constant  across  the  image  and  thus  provides  an  offset  to  SJD[.  The  second 
component,  underlined  in  red,  states  the  relationship  between  SPE  and  the  amount  of  glandular 
tissue  in  the  beam.  By  choosing  W as: 


W  = 


Mq-Pg 

Mq-Mg’ 


(2) 


we  can  eliminate  this  dependence.  Thus  the  only  remaining  term  that  varies  across  the  image  is 
the  third  component  which  is  underlined  in  green.  This  component  quantifies  the  linear 
relationship  between  SIDE  and  the  thickness  of  contrast  material  with  a  slope,  Sc : 


d(SIDE ) 
d(t) 


=  Sr  = 


-y-c 


+ 


(3) 


The  noise  (abkg)  in  the  background  signal  can  be  obtained  from  Equation  1,  and  formulated  as 


®bkg 


+ 


Wz 


ike-WT 


(4) 


A  total  dose  of  1 .0  mGy  was  assumed  for  the  LE  and  HE  images,  at  a  thickness  of  5  cm.  The 
dose  distribution  between  the  LE  and  HE  images  was  however,  allowed  to  vary.  From  Equations 
1 1  and  12,  the  contrast-to-noise  ratio  (CNR)  is  calculated  as: 

CNR  = 

Obkg 


M/(sce  Figure  1)  and  Sc{ see  Figure  2)  were  calculated  for  energy  combinations  between  20  and 
50  keV.  W  was  found  to  have  values  ranging  between  0  and  1  -  this  is  to  be  expected  as  the 
difference  in  mass  attenuation  coefficients  of  adipose  and  glandular  tissue  decreases  as  the 
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energy  increases.  W  tends  towards  1  along  the  diagonal  of  the  plot,  for  the  case  where  the  low 
and  high  energy  are  equal,  and  is  smallest  when  the  low-  and  high-  energies  are  furthest  apart. 


Figure  1.  W  calculated  for  energy  pairs  between  20  and  50  keV.  Values  of  W  ranged  from  0  to  1. 
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c> 

O 

111 
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Figure  2.  Sc  for  Silver  calculated  for  energy  pairs  between  20  and  50  keV.  The  maximum  contrast  of  45  a.u.  occurs 
at  a  low  energy  of  21  keV,  and  a  high  energy  of  26  keV. 

As  expected,  contrast  is  only  observed  with  silver  for  energy  pairs  that  bracket  the  k.  The 
maximum  contrast  for  silver  is  45  a.u.  and  occurs  at  a  low  energy  of  21  keV,  and  a  high  energy 
of  26  keV.  Using  the  same  method,  the  maximum  contrast  calculated  for  iodine  was  28  a.u., 
indicating  that  silver  can  theoretically  provide  1 .5  times  that  the  contrast  of  iodine  in  CEDE 
breast  imaging. 

The  dependence  of  CNR  on  energy  and  material  is  demonstrated  in  Figure  3.  The  graphs  are 
plotted  for  a  thickness  of  5  cm,  with  a  dose  fraction  of  0.5  to  the  LE  image.  Similar  to  Sc,  a  large 
value  of  CNR  is  only  obtained  for  energy  pairs  that  bracket  the  k-edge  of  the  material.  CNR  is 
not  observed  for  materials,  such  as  Au,  whose  k-edge  lies  outside  of  the  energy  range.  However, 
the  variation  in  CNR  is  less  than  that  of  Sq.  For  example  the  maximum  Sc  for  Ag  is  1.6  times  that 
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of  iodine,  whereas  the  maximum  CNR  at  a  dose  fraction  of  50%  is  1.04  times  that  of  iodine.  This 
discrepancy  between  the  trend  in  Sc  and  CNR  is  a  result  of  the  noise.  The  noise  increases 
substantially  for  lower  energies  because  of  the  poor  penetration  through  the  breast  resulting  in 
fewer  x-rays  being  detected.  This  penalizes  materials  with  lower  atomic  numbers,  and 
consequently  lower  k-edges 

Molybdenum  Silver 


HE  (keV)  LE  (keV) 


p4 


20 


HE  (keV)  LE  (keV) 


Iodine 


Gold 


20 


Figure  3.  Energy  dependence  of  CNR  for  molybdenum,  silver,  iodine,  and  gold  for  a  dose  distribution  of  50%  to 
LE.  Similar  to  Sc,  CNR  is  only  observed  for  energy  pairs  that  bracket  the  k-edge  of  the  material.  The  choice  of 
contrast  material  does  not  have  as  large  an  impact  on  the  maximum  achievable  CNR  as  it  does  on  Sc-  The  CNR  for 
Au  is,  however,  much  lower  than  the  other  materials  at  this  dose  distribution. 

The  maximum  CNR  for  every  material  in  the  range  of  Z  =  1  to  80  is  shown  in  Figure  4.  The 
corresponding  dose  fractions  that  result  in  these  optimal  points  is  overlaid.  The  graph  can  be 
divided  into  two  main  regions:  Rl)  atomic  numbers  less  than  33  or  greater  than  63,  and  R2) 
atomic  numbers  between  34  and  62.  The  materials  in  Rl  exhibit  very  little  contrast  due  to  the 
absence  of  a  k-edge  in  the  energy  range  studied.  The  dose  fraction  in  this  range  assumes  values 
between  0.1  and  0.5  in  an  effort  to  reduce  the  noise.  The  more  interesting  effects  are  observed  in 
R2.  The  CNR  slowly  increases  and  reaches  a  plateau  between  materials  with  atomic  numbers 
from  42  to  63.  Within  this  plateau,  the  maximum  CNR  differs  by  less  than  15%.  The  absolute 
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maximum  occurs  at  Z  =  59,  Praseodymium,  with  a  dose  fraction  of  0.2  to  the  LE  at  an  (LE,  HE) 
energy  pair  of  (18,42).  The  dose  fraction  within  R2  reaches  its  maximum  value  of  0.7  at  an 
atomic  number  of  34.  As  the  atomic  number  increases,  the  optimal  dose  fraction  decreases  until 
it  reaches  its  minimum  value  of  0. 1  at  an  atomic  number  of  63. 
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Figure  4.  Overlay  of  the  maximum  CNR  and  corresponding  dose  distribution  for  materials  with  Z  ranging  from  1  to 
80.  There  exists  a  group  of  materials  from  Z  =  42  to  63,  where  the  maximum  CNR  does  not  change  by  more  than 
15%.  This  group  of  materials  represent  the  optimum  selection  for  contrast  agents  in  CEDE  breast  imaging. 

Among  the  materials  with  the  optimal  group  of  materials,  silver  lies  in  an  optimal  position  for 
CEDE  imaging.  As  Z  increases  within  this  group,  the  optimal  HE  value  increases  while  the 
optimal  dose  fraction  to  the  LE  decreases.  In  order  to  obtain  a  HE  spectrum  with  a  high  mean 
energy  value,  large  amounts  of  filtration  will  have  to  be  added  into  the  beam.  This  requires  a 
sometimes  unfeasible  tube  current  to  ensure  enough  photon  fluence  reaches  the  detector.  In 
addition,  a  low  dose  fraction  to  the  LE  image  will  result  in  noisier  anatomical  images  that  will 
limit  the  effectiveness  and  applications  of  the  imaging  technique.  Therefore,  when  considering 
both  of  these  constraints,  materials  with  low  Z  (such  as  silver)  in  the  plateau  group  are  preferred. 

A  spectral  simulation  search  was  performed  to  identify  the  combination  of  clinically-feasible 
imaging  parameters  that  maximized  signal  difference  to  noise  ratio  ( SDNR)  for  Ag.  The 
parameters  chosen  for  the  search  are  shown  in  Table  lError!  Reference  source  not  found.. 
These  parameters  reflect  those  that  are  available  on  the  Hologic  clinical  contrast-enhanced  dual¬ 
energy  image  acquisition  system. 
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Table  1.  Values  of  parameters  used  in  the  simulation  algorithm 


Parameter 

Values 

Target 

Tungsten 

Low  Energy  kVp 

23  to  35 

High  Energy  kVp 

36  to  49 

Filter  Materials 

Low  Energy:  Ag,  Rh,  A1 

High  Energy:  Cu 

All  spectra  were  pre-filtered  with  air  and 
beryllium 

Detector 

Si,  energy-integrating,  200  pm 

Breast  Thickness 

2  to  8  cm 

In  total,  26,460  combinations  of  imaging  parameters  were  studied.  Polyenergetic  tungsten 
spectra  were  simulated  using  Boone’s  interpolation  methods  [1]  and  filtered  using  the  Beer- 
Lambert  law.  A  low-  and  high-  energy  spectral  pair  were  then  passed  through  5  cm  of  100% 
adipose  or  glandular  tissue.  W  can  be  calculated  using  signal  intensities  (SI)  as: 


W  = 


0ia  D1g 


(3) 


Experimental  and  simulated  values  of  W  were  compared  to  determine  if  the  simulation  algorithm 
is  able  to  accurately  predict  the  signal  intensities  recorded  by  the  image  acquisition  system.  The 
results  are  shown  in  Figure  5,  with  a  Pearson  correlation  coefficient  of  0.96  between  the  two  data 
sets,  suggesting  an  excellent  correlation. 

The  dual-energy  signal  intensity  (57DE)  is  calculated  from  the  low(L)-  and  high(H)-energy  (E) 
signal  intensity  as: 

SlDE  =  SIHE  -  W  x  SILE 


The  calculation  is  performed  for  breast  tissue  with  (subscript:  cont)  and  without  (subscript:  bkg) 
added  contrast  material.  The  resulting  image  contrast  is  quantified  using  the  signal  difference  to 
noise  ratio  ( SDNR )  as: 


SDNR  = 


CjDE  c jDE 

•~>1cont  •~>1bkg 


Ox 


DE 

bkg 


11 


The  standard  deviation  in  the  dual-energy  signal  intensity  is  calculated  as: 


oDE  —  <jzH  -1-  W 2  x  azL  —  2  x  W  x  cov(\n(Sl^kg) ,  In {SI^kg)) 


The  experimentally  obtained  values  of  SDNR  were  compared  to  those  obtained  from  the 
simulation  algorithm  and  plotted  in  Figure  6.  The  two  sets  of  data  showed  excellent  correlation 
with  a  Pearson  correlation  coefficient  of  0.93.  This  indicates  that  the  simulation  algorithm  is  able 
to  correctly  predict  the  trends  in  signal  intensity  observed  in  the  Hologic  Dimensions  CEDE 
system. 


Figure  5.  The  experimentally-obtained  values  of  W  are  highly  correlated  with  the  simulated  values.  A  Pearson 
correlation  coefficient  of  0.96  was  calculated  for  the  two  data  sets.  Error  bars  indicate  standard  deviation. 
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Simulated  SDNR 


Figure  6.  The  experimentally-obtained  values  of  SDNR  correlate  well  with  the  simulated  values.  A  Pearson 
correlation  coefficient  of  0.93  was  obtained  between  the  two  data  sets. 

The  optimal  imaging  parameter  conditions  for  breast  thicknesses  ranging  from  2  to  8  cm  using  a 
silver  contrast  agent  are  tabulated  in  Table  2.  The  LE  kVp  is  maintained  at  26  kVp  while  the  HE 
kVp  and  dose  distribution  to  the  LE  are  steadily  increased  for  increasing  breast  thickness.  A  Rh 
filter  is  selected  throughout  the  thickness  range  except  for  the  largest  breast,  where  Ag  filtration 
is  preferred.  The  LE  image,  consisting  of  a  26  KVp  tungsten  spectra  filtered  with  Rh  is  a  classic 
example  of  a  soft-tissue  anatomical  image  obtained  clinically.  Therefore,  the  LE  image  would 
provide  excellent  anatomical  and  spatial  localization  of  structures,  (calcifications,  lesions),  while 
the  DE  image  can  be  used  for  quantitative  analysis  of  contrast  agent  uptake. 
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Table  2.  Optimal  combinations  of  parameters  to  maximize  SDNR  of  silver  at  breast  thicknesses  from  2  to  8  cm.  The 
LE  kVp  is  maintained  at  26  kVp,  while  the  HE  kVp  and  dose  distribution  to  the  LE  is  increased  as  the  breast 
thickness  increases. 


Breast  Thickness 
(cm) 

HE  kVp 

LEkVp 

LE  filter 

Dose 

distribution  to 
LE  (%) 

2 

44 

26 

Rh 

30 

3 

45 

26 

Rh 

30 

4 

49 

26 

Rh 

30 

5 

49 

26 

Rh 

40 

6 

49 

26 

Rh 

60 

7 

47 

26 

Rh 

70 

8 

49 

26 

Ag 

70 

The  simulation  was  then  used  to  identify  the  spectral  combinations  that  optimized  the  SDNR  for 
an  iodine  contrast  agent.  16  mg/rnL  of  iodine  or  silver  solution  were  then  injected  into  a  custom- 
built-  step  phantom,  and  imaged  using  the  optimal  conditions  for  iodine  and  silver.  The 
technique  parameters  were  grouped  by  filter  material  so  that  for  each  filter,  four  imaging 
conditions  were  carried  out:  (i)  silver(  Ag)  at  optimal  silver,  (ii)  iodine  (I)  at  optimal  iodine,  (iii) 
silver  at  optimal  iodine,  and  (iv)iodine  at  optimal  silver.  The  SDNR  of  the  four  conditions  was 
measured  and  then  plotted  in  Figure  7. 
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Figure  7.  Comparison  of  SDNR  between  Ag  and  I  for  the  optimal  imaging  parameters  at  each  LE  filter  material.  Ag 
performs  better  that  Iodine  at  their  respective  optimal  imaging  conditions,  regardless  of  the  filter  material.  In 
addition,  I  imaged  at  the  optimal  conditions  for  I  performs  worse  than  Ag  at  those  same  conditions. 

When  imaged  at  their  respective  optimal  conditions,  Ag  outperforms  iodine  regardless  of  the 
filter  material  chosen.  On  average,  the  SDNR  for  Ag  is  43%  higher  than  that  off  The  superiority 
of  Ag  is  such  that  the  lowest  SDNR  for  Ag  is  still  34%  higher  than  the  highest  SDNR  for  I.  The 
improved  SDNR  for  Ag  when  compared  to  I  can  be  attributed  to  the  lower  k-edge  of  Ag.  When 
considering  each  material  imaged  at  their  respective  optimal  conditions,  the  lower  k-edge  of  Ag 
means  that  the  HE  spectrum  can  be  better  positioned  for  optimal  DE  contrast.  Theoretical 
analysis  demonstrated  that  DE  contrast  is  very  sensitive  to  the  placement  of  the  HE  value, 
specifically  the  contrast  decreases  rapidly  as  the  HE  value  is  further  away  from  the  k-edge  of  the 
contrast  material.  It  is  difficult  to  obtain  HE  spectra  with  mean  energies  in  the  range  of  34  -  38 
keV  (above  the  k-edge  of  I)  using  clinically-reasonable  amounts  of  filtration.  It  would  require 
kVp  values  on  the  order  of  50  -  60  kVp  with  moderate  amounts  of  filtration  or  large  amounts  of 
filtration  with  a  large  portion  of  the  dose  allocated  to  the  HE  to  accommodate  the  lower  fluence. 
Therefore,  Ag  can  be  imaged  at  near  optimal  conditions  on  a  clinical  system  while  I  must  be 
imaged  with  sub-optimal  imaging  parameters. 

In  addition,  Ag  performs  better  than  I  when  imaging  at  the  optimal  conditions  for  I.  For  example, 
using  a  rhodium  filter,  the  SDNR  for  Ag  is  40%  higher  than  that  of  I  at  the  optimal  conditions  for 
I.  The  maximum  SDNR  for  I  occurs  at  a  HE  kVp  value  of  49.  This  is  needed  to  ensure  that  a 
large  portion  of  the  spectrum  above  the  k-edge  of  I.  However,  even  at  the  maximum  kVp  value,  a 
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substantial  portion  of  the  HE  spectrum  is  below  the  k-edge  of  I,  and  thus  not  contributing  to  the 
SDNR.  When  using  a  49  kVp  HE  spectrum  with  the  copper  filter  available  on  the  Hologic  CEDE 
system,  99%  of  the  spectrum  by  number  of  photons  is  above  the  k-edge  of  Ag  while  only  78%  is 
above  the  k-edge  of  I.  The  remaining  22%  of  the  spectrum  below  the  k-edge  of  I  cannot 
contribute  to  the  SDNR  of  I,  providing  Ag  with  an  advantage,  even  at  the  best  possible  conditions 
for  I. 


ii)  Development  of  AgNP  agent 

Concurrently,  we  have  worked  on  the  development  of  the  silver  nanoparticle  imaging  agent.  An 
overview  of  the  synthesis  procedure  is  shown  in  Figure  8.  Spherical  silver  (Ag)  cores  are  first 
synthesized  using  methods  provided  by  the  literature.  The  cores  are  then  encapsulated  within  a 
silica  (Si)  shell  in  an  attempt  to  reduce  the  formation  of  toxic  Ag+  ions.  The  shell  was  designed 
so  as  to  prevent  the  oxidation  of  the  silver  surface  by  biological  components  found  in  living 
systems.  The  entire  silica-silver  construct  was  entrapped  in  a  polymeric  micelle  that  possessed  a 
polyethylene  glycol  outer  layer  to  improve  the  biological  compatibility  of  the  nanoparticle 
system. 

Synthesis  of  silver  core:  The  silver  core  is  synthesized  as  described  by  Silvert  et  al.\  1].  Briefly, 
1.5  g  of  polyvinylpyrrolidone  (PVP)  was  dissolved  in  75  mL  of  ethylene  glycol  in  a  250  mL 
roundbottom  flask  fitted  with  a  condensation  apparatus  and  left  overnight  to  complete  mixing.  50 
mg  of  silver  nitrate  (AgNCE)  was  then  added.  The  suspension  was  heated  to  120  °C  at  a  rate  of  1 
°C/minute.  The  reaction  was  allowed  to  proceed  at  this  temperature  for  1  hour.  The  mixture  was 
then  cooled  to  room  temperature.  The  PVP-stabilized  silver  nanoparticles  were  purified  by 
adding  acetone  to  the  reaction  vessel  and  centrifuging  at  4000  xg  for  15  minutes.  The  particles 
were  then  resuspended  in  ethyl  alcohol  for  further  modification. 

Silica  encapsulation  of  silver  core:  The  PVP-stabilized  silver  cores  were  then  encapsulated 
within  a  silica  shell  using  the  method  described  by  Graf  et  al.  [2].  416  pL  of  ammonium 
hydroxide  was  added  to  9.438  mL  of  PVP-stabilized  silver  nanoparticles,  after  which  75  pL  of 
tetraethoxysilane  (TES)  in  675  pL  of  ethyl  alcohol  is  added.  The  reaction  is  then  allowed  to 
proceed  in  the  dark  for  12  hours.  The  silica-silver  nanoparticles  are  then  purified  by 
centrifugation  at  19,000  xg  for  15  minutes,  and  resuspended  in  ethyl  alcohol. 

PEG-stabilization  of  silica-silver  particles:  The  silica-silver  nanoparticles  were  then  individually 
incorporated  into  a  polymeric  micelle  to  ensure  biocompatibility  of  the  particles.  This  is  a  two- 
step  process,  in  which  the  nanoparticles  are  first  made  lipophilic  using  the  method  described  by 
Koole  et  al.  [3].  The  silica-silver  nanoparticles  were  mixed  with  excess  octadecanol  in  ethyl 
alcohol  and  heated  to  100  °C  for  1  hour  to  remove  the  ethanol.  The  mixture  is  then  heated  to  170 
°C  for  3  hours  to  covalently  link  the  octadecanol  to  the  silica-silver  nanoparticles  by  a 
condensation  reaction.  The  octadecanol-coated  silica-silver  nanoparticles  were  dispersed  in 
toluene,  and  mixed  with  ,  an  amphiphilic  ligand  that  contains  a  lipophilic  polycaprolactone  chain 
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and  a  hydrophilic  polyethylene  glycol  chain  at  a  mass  ratio  of  1:4.  The  PEG-coated  silica-silver 
nanoparticles  (PEG-Si-AgNP)  were  then  purified  using  centrifugal  filtration  to  remove  any 
unwanted  byproducts  and  excess  reagents. 

PVP-AgNP  Si-AgNP  PEG-Si-AgNP 


(1)  Encapsulation  of  PVP-AgNP  in  silica  (TES+NH3) 

(2)  Hydrophobic  coating  of  silica  +  Lipids  with  heating 


Figure  8.  Schematic  of  the  procedure  to  synthesize  silver  nanoparticle-based  imaging  agent.  Silver  cores  are  first 
synthesized,  and  then  encapsulated  within  a  silica  shell.  The  shell  is  made  hydrophobic,  and  then  incorporated  into  a 
polymeric  micelle  to  enhance  the  biocompatibility  of  the  nanostructure. 

Transmission  electron  microscopy  (TEM)  was  used  to  image  and  calculate  the  diameter  of  the 
nanoparticles  at  each  stage  of  the  synthesis.  The  PVP-coated  silver  cores  are  shown  in  Figure  9. 
The  particles  consist  of  solid,  spherical  silver  cores  with  an  average  diameter  of  39  ±  6  mn  (mean 
±  standard  deviation).  After  silica  encapsulation,  the  total  diameter  of  the  nanoparticles  is  102  ± 

9  nm  (Figure  10).  The  majority  of  the  silica-silver  nanoparticles  consisted  of  a  single  silver  core 
covered  by  a  spherical  silica  shell.  The  PEG-PCL  layer  of  the  final  AgNP  nanoparticle  is 
electron-transparent  and  thus  does  not  appear  in  the  TEM  micrograph  (Figure  11).  The  particles 
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were,  however,  observed  to  be  separated  from  each  other  indicating  that  a  polymeric  surface 
layer  was  successfully  attached  to  each  silica-silver  nanoparticle. 


Figure  9.  TEM  image  of  P VP-coated  silver  nanoparticles.  The  nanoparticles  are  spherical  with  a  solid  silver  core 
measuring  39  ±  6  nm. 


Figure  10.  TEM  image  of  Si-coated  silver  nanoparticles  with  an  average  diameter  of  102  ±  9  nm.  The  majority  of 
the  particles  consist  of  a  single  silver  core  encapsulated  with  a  silica  shell. 
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Figure  11.  TEM  image  of  AgNP.  The  PEG-PCL  layer  surrounding  the  silica-silver  nanoparticles  is  electron- 
transparent  and  therefore  does  not  appear  in  the  image. 

Immunocompromised  mice  were  injected  with  600  mg/kg  of  silica-silver  nanoparticles. 
Immediately  post-injection,  the  animals  were  imaged  initially  using  a  small  animal,  micro-CT 
scanner  at  45  kVp.  The  images  demonstrated  significant  enhancement  in  the  heart,  liver,  and 
primary  and  peripheral  blood  vessels  (Figure  2).  The  mice  were  re-imaged  24  hours  after  the 
injection,  and  the  majority  of  the  particles  were  located  in  the  spleen  and  liver,  with  minimum 
enhancement  observed  in  the  heart  and  other  organs. 


Figure  12.  :Left:  Reconstructed  slice  of  micro-CT  volumetric  data  set  obtained  before  injection  of  AgNP.  Middle: 
Reconstructed  slice  obtained  immediately  post-injection  of  AgNP  at  a  dose  of  600  mg  silver/kg  of  body  weight. 
Significant  contrast  is  observed  immediately  post-injection  in  both  the  heart  and  liver  (yellow  arrows).  Right:  False 
color  image  of  volumetric  data  showing  significant  enhancement  in  peripheral  and  primary  blood  vessels. 
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4)  Key  Research  Accomplishments 


Created  a  mono-energetic  model  of  dual-energy  x-ray  imaging  with  silver  contrast 
agents. 

Created  a  poly-energetic  model  of  dual-energy  x-ray  imaging  with  silver  contrast  agents. 
Developing  a  subtraction  method  of  silver  imaging  based  on  the  attenuation  properties  of 
the  material 

Identified  a  synthesis  method  for  silver  nanoparticles  which  is  non-toxic 
Characterized  the  silver  nanoparticles  in  terms  of  size  (TEM  and  DLS) 

Injected  si-encapsulated  AgNP  polymeric  micelles  into  immunocompromised  mice 

5)  Conclusions 

This  work  explored  the  use  of  Ag  imaging  agent  as  an  alternative  to  iodine  in  CEDE  x-ray  breast 
imaging.  Iodinated  agents  are  used  extensively  in  x-ray  projection  imaging  and  display  excellent 
biocompatibility  and  stability  within  the  body.  However,  the  lower  energies  available  to  clinical 
DE  x-ray  breast  imaging  compared  to  other  organs  in  the  body  suggests  that  an  alternative 
material  may  be  better  suited.  Theoretical  analysis  demonstrated  that  materials  with  atomic 
numbers  from  42  to  63  should  be  explored  as  potential  candidates.  From  these  materials,  Ag  was 
chosen  for  further  investigation.  The  prominence  of  Ag  filters  in  breast  x-ray  imaging  devices 
and  Ag  nanoparticles  in  consumer  products  suggested  that  a  Ag  nanoparticle -based  imaging 
agent  could  provide  benefit  in  CEDE  x-ray  breast  imaging.  An  algorithm  was  developed  in 
MATLAB  to  simulate  the  image  acquisition  of  the  Hologic  Dimensions  CEDE  system.  The 
SDNR  of  Ag  was  compared  to  that  of  I  for  various  imaging  conditions  that  comprised  of  the 
optimal  conditions  for  either  material.  Not  only  does  Ag  perform  better  than  I  when  imaged  at 
their  respective  optimal  conditions,  but  Ag  is  able  to  provide  greater  contrast  when  imaged  using 
protocols  that  are  currently  being  used  for  I.  This  means  that  a  Ag  contrast  agent  could  be 
translated  to  the  clinic  without  modification  of  machine  or  protocol.  Silver  nanoparticles  were 
successfully  encapsulated  with  a  silica  shell  and  stabilized  within  a  biocompatible  polymeric 
micelle.  The  particles  showed  significant  enhancement  within  the  heart,  liver,  and  primary  blood 
vessels  of  immunocompromised  mice.  This  work  has  led  to  three  conference  presentations,  two 
conference  papers,  and  a  provisional  patent  application.  It  is  anticipated  that  by  the  end  of  2013, 
the  graduate  student  working  on  this  project  will  have  completed  his  PhD  and  three  peer- 
reviewed  papers  will  be  submitted. 
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Abstract.  Silver  nanoaprtieles  have  been  investigated  as  an  alternative  to  iodine 
in  dual-energy  breast  x-ray  imaging.  Dual-energy  imaging  involves  acquiring 
images  at  two  distinct  energy  windows  (low  and  high).  Weighting  factors  are 
then  applied  to  create  an  image  where  the  contrast  between  background  tissues 
has  been  suppressed.  Silver  (Ag)  represents  an  attractive  contrast  material  due 
to  its  favorable  x-ray  attenuation  properties  (k-edge  of  25.5  keV).  Theoretical 
analysis  using  polychromatic  spectra  shows  that  silver  can  provide  similar,  if 
not  better,  contrast  to  iodine.  Spherical  Ag  nanoparticles  with  an  average  diam¬ 
eter  of  4  ±2  nm  were  synthesized  using  the  Brust  method  in  water.  The  parti¬ 
cles  were  surface  stabilized  with  polyethylene  glycol  and  showed  little  cellular 
toxicity  in  T6-17  fibroblast  cells.  These  results  have  encouraged  further  inves¬ 
tigation  into  validation  and  testing  in  living  system  models.  Silver  nanoparti¬ 
cles  represent  an  exciting  avenue  for  the  development  of  a  novel  dual-energy,  x- 
ray  breast  imaging  agent. 


1  Introduction: 

Contrast-enhanced  dual-energy  (DE)  x-ray  imaging  provides  a  technique  to  increase 
the  contrast  of  radiographic  imaging  agents  by  suppressing  the  variation  in  signal 
between  various  tissue  types.  In  the  breast,  this  involves  the  suppression  of  the  signal 
variation  between  admixtures  of  glandular  and  adipose  tissue.  By  reducing  the  effect 
of  this  “anatomical  noise”,  it  is  then  possible  to  more  accurately  segment  and  quantify 
the  signal  from  the  contrast  agent.  Dual-energy  imaging  utilizes  two  distinct  energy 
windows  (low-  and  high-)  to  quantify  the  variation  in  attenuation  with  energy.  To 
achieve  a  suitable  contrast  between  imaging  agent  and  tissue,  it  is  therefore  necessary 
that  their  respective  attenuation  profiles  do  not  follow  the  same  general  trend  from 
low-  to  high-  energy.  This  can  be  done  by  using  a  contrast  material  whose  k-edge  lies 
between  the  two  energy  windows.  The  discrete  jump  in  attenuation  due  to  the  photoe¬ 
lectric  effect  of  the  extra  k-shell  electrons  means  that  the  contrast  material  exhibits  a 
markedly  different  attenuation  profile  to  the  surrounding  tissue. 

Currently,  the  majority  of  research  that  is  performed  in  dual-energy  x-ray  imaging 
involves  iodinated  contrast  agents.  Silver  (Ag)  represents  an  attractive  alternative  due 


to  the  location  of  its  k-edge  (25.5  keV)  within  the  range  of  clinically-used  mammo- 
graphic  energies.  Silver  filtration  is  also  common  in  the  clinical  setting,  which  could 
provide  additional  benefit  with  a  silver  imaging  agent.  The  aim  of  this  study  is  to 
provide  an  experimental  argument  for  Ag  in  breast  DE  x-ray  imaging,  and  to  develop 
a  prototype  Ag  nanoagent  for  testing  in  living  systems. 


2  Results  (Theoretical  Simulations): 

Monoenergetic  analysis:  A  monoenergetic  analysis  was  first  performed  to  identify 
candidate  combinations  of  low  (LE)  and  high  (HE)  energies.  Linear  attenuation  coef¬ 
ficients  (LAC)  were  calculated  for  various  admixtures  of  glandular  and  adipose  tis¬ 
sues  ranging  from  0  to  100%  glandular.  Separately,  the  LAC  were  calculated  for  a 
50%  glandular,  50%  adipose  composite  with  increasing  concentrations  of  contrast 
material.  Mass  attenuation  coefficients  needed  for  this  calculation  were  obtained 
from  the  NIST  XCOM  online  physics  database  [1],  Energy  pairs  ranging  from  15  to 
45  keV  (in  1  keV  intervals)  were  studied.  For  each  energy-pair,  two-dimensional 
maps  of  linear  attenuation  coefficients  for  tissue  were  calculated  in  terms  of  glandu- 
larity  and  concentration  of  silver  (see  Figure  1).  Linear  relationships  were  observed 
for  both  variables.  The  metric  R  was  defined  as  the  angular  separation  between  these 
two  linear  fits. 

An  energy  pair  of  (20,  30)  keV  was  identified  to  maximize  R  (44°)  using  a  silver 
contrast  agent.  A  similar  calculation  for  iodine  showed  that  R  was  maximum  at  an 
energy  pair  of  (30,  40)  keV  with  a  value  of  39°.  These  energy  pairs  were  further  stud¬ 
ied  with  polychromatic  spectral  analysis. 


Fig.  1.  Two  dimensional  map  of  LAC  for  variations  of  glandularity  and  concentration  of  silver, 
the  metric  R  was  defined  as  the  angle  between  the  two  linear  fits 


Fig.  2  .Surface  plot  of  R  for  various  combinations  of  low-  and  high-  energy  pairs.  A  maximum 
occurs  at  (20,  30)  keV  providing  an  R  of  44° 

Polychromatic  Spectra:  Tungsten  polychromatic  spectra  were  designed  using  the 
interpolating  method  of  Boone  et  al  [2].  Hundreds  of  combinations  of  kVp  and  filter 
materials  were  tested  until  three  spectra  with  mean  energies  of  roughly  20  (SI),  30 
(S2)  and  40  keV  (S3)  were  chosen,  as  shown  in  Table  1.  It  is  expected  that  a  spectral 
pair  of  SI,  S2  would  be  more  beneficial  to  a  silver  contrast  agent  compared  to  iodine 
while  a  spectral  pair  of  S2,  S3  would  be  better  suited  to  an  iodinated  contrast  agent. 


kVp 

Filter  Combination 

Average 
Energy  (keV) 

SI 

32 

80  pm  Ag 

21.6 

S2 

45 

0.2  cm  Al 

30.0 

S3 

49 

0.03  cm  Cu 

38.0 

Table  1.  Parameters  used  for  the  simulation  of  the  3  spectra  with  various  average  energies. 
Abbreviations  used  for  the  filter:  Ag  (silver),  Al  (aluminum),  Cu  (copper) 

Weighting  Factors:  For  each  spectrum,  the  transmission  through  1  cm  of  tissue  of 
varying  breast  tissue  composition  (0%  to  100  %  glandular)  was  calculated.  A  thick¬ 
ness  of  1  cm  was  chosen  as  an  initial  starting  point  for  our  calculations.  The  transmis¬ 
sion  was  then  converted  to  signal  intensity  ( S )  given  by: 


x  e~^Et J  (1) 

Where  E  is  the  energy  in  keV,  IE  is  the  incident  photon  fluence  (photons/mm2)  at  that 
energy,  p£  is  the  linear  attenuation  coefficient  of  the  breast  tissue  composition  at  that 
energy  E,  and  t  is  the  thickness  of  tissue.  This  formulation  assumes  that  an  ideal  en¬ 
ergy-integrating  detector  is  used.  The  dual-energy  signal  ( SD )  was  defined  as  the 
weighted  subtraction  of  the  low-  and  high-energy  SI: 

Sd  =  $he  ~  w  x  Sle  (2) 


S  —  In 


/ kVp 

[I 

\E= 0 


E  X  In 


For  a  given  pair  of  tissue  glandularities  (see  Figure  3,  G1  and  G2),  a  weighting  factor 
was  determined  such  that  the  DE  signal  from  G1  was  equal  to  that  of  G2. 

H1-H2 

VG1)  =  VG2)  -  w  =  L1_L2  (3) 

Thus,  in  a  DE  image  no  contrast  would  be  observed  between  these  two  tissue  types 
using  this  calculated  weighting  factor. 


Fig.  3.  Schematic  setup  for  determining  the  weighting  factor  for  a  given  pair  of  tissue  glandu¬ 
larities  (Gl,  G2).  A  weighting  factor  is  chosen  so  as  to  equate  the  Sd  of  the  two  materials.  Sd  is 
given  by  a  weighted  subtraction  of  the  high  and  low  signal  intensities. 

The  weighting  factor  needed  to  suppress  various  combinations  of  tissue  glandularities 
are  shown  for  a  high/low  spectral  combination  of  SO,  SI  (Figure  4)  and  SI,  S2  (Figure 
5).  The  weighting  factor  is  relatively  invariant  with  tissue  composition.  This  would 
imply  that  for  a  given  spectral  pair  of  low-  and  high-energy  beams,  it  should  be  possi¬ 
ble  to  effectively  null  the  contrast  between  the  underlying  tissue  structures  in  the 
breast. 
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Fig.  4.  Weighting  factors  calculated  for  S 1  (low)  and  S2  (high) 
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Fig.  5.  Weighting  factors  calculated  for  S2  (low)  and  S3  (high) 


Contrast  Calculation:  The  calculated  values  of  w  were  used  to  determine  DE  signals 
for  background  tissue  (50%  adipose,  50  %  glandular)  and  contrast  enhanced  tissue 
(50%  adipose,  50%  glandular  +  lmg/mL  of  contrast  material).  The  contrast  (C)  was 
calculated  as  the  difference  in  So  of  tissue  with  and  without  contrast  material.  Values 
of  C  using  silver,  iodine  and  various  low/high  spectral  pairs  are  tabulated  in  Table  2. 
The  data  correlates  well  with  those  predicted  by  monoenergetic  calculations. 

1 .  The  contrast  observed  for  each  contrast  material  is  greater  when  using  the  spectral 
pair  that  brackets  the  k-edge  of  that  material.  The  contrast  observed  for  silver  is 
greater  when  using  the  (S1,S2)  spectral  pair.  Conversely,  the  contrast  observed  for 
iodine  is  greater  when  using  the  (S2.S3)  spectral  pair. 

2.  The  maximum  contrast  observed  for  silver  is  greater  than  that  of  iodine.  By  com¬ 
paring  the  spectral  pairs  that  best  suited  each  material,  it  was  found  that  the  con¬ 
trast  observed  for  silver  was  roughly  twice  that  of  iodine. 

Although  these  results  are  not  conclusive,  they  do  support  our  initial  hypothesis  that 
silver  demonstrates  significant  potential  as  a  contrast  material  for  dual-energy  breast 

x-ray  imaging.  _ 

_ Spectral  Combinations _ 

C  (Digital  Units)  Low  E:  Si  Low  E:  S2 

_ High  E:  S2 _ High  E:  S3 

Silver  20.8  +  0.003  7.44  +  0.08 

Iodine  9.88  +  0.004  11.70  +  0.05 


Table  2.  Signal  Differences  tabulated  for  silver  and  iodine  using  various  low-  and  high  - 
energy  spectral  combinations. 


3  Results  (Nanoparticle  development): 

Silver  nanoparticles  (AgNP)  have  been  synthesized  using  the  Brust  [3]  method  in 
water.  This  is  preferred  over  the  Turkevich  method  as  it  provided  a  more  reliable  size 
distribution  of  particles  from  batch  to  batch.  Figure  6  shows  a  transmission  electron 
micrograph  (TEM)  of  the  synthesized  particles.  Analysis  of  the  size  distribution 
yielded  a  mean  diameter  of  4  +2  nm.  Initial  analysis  showed  two  populations  of  nano¬ 
particles  present  which  accounts  for  the  high  standard  deviation  in  mean  diameter. 
The  AgNP  were  surface  stabilized  using  polyethylene  glycol  (PEG,  Mw  =  5000)  to 
improve  solubility  in  cell  media  and  phosphate  buffered  solutions.  A  molar  ratio  of 
1.5:1  was  used  between  the  PEG  stabilizing  ligand  and  silver. 

The  cellular  toxicity  of  the  stabilized  AgNP  was  measured  in  T6-17  fibroblast  cells 
using  the  MTT  assay.  Figure  7  shows  the  relationship  between  concentration  of  Ag  in 
AgNP  and  percent  cell  viability  after  24  hour  incubation.  Compared  to  a  sham  treated 
control,  total  cell  viability  of  50%  was  maintained  at  an  Ag  concentration  of  10  mM 
(roughly  1  mg  Ag/mL).  These  results  show  marked  improvement  over  cell  viability 
studies  using  AgNP  in  the  literature  [4-5]  and  have  encouraged  us  to  begin  analysis  of 
the  particles  in  living  systems. 


Fig.  6.  TEM  of  the  colloidal  silver  nanoparticles  synthesized  using  the  Brust  method  in  water. 
The  particles  have  been  stabilized  using  a  polyethylene  glycol  surface  chain. 


Fig.  7.  Cellular  toxicity  of  AgNP  in  T6-17  cells  after  24-hour  incubation. 

4  Discussion: 

Silver  is  being  investigated  as  a  novel  imaging  agent  for  dual-energy  breast  x-ray 
imaging.  Monoenergetic  analysis  of  linear  attenuation  coefficients  showed  that  com¬ 
pared  to  iodine  it  is  possible  to  achieve  a  greater  separation  between  tissue  with  and 
without  contrast  when  silver  is  used.  These  results  were  corroborated  by  polyenerget- 
ic  spectra  simulation  where  silver  showed  up  to  twice  the  radiographic  contrast  of 
iodine. 


It  should  be  noted  that  only  a  small  subset  of  the  possible  spectral  pairs  were  tested 
in  the  polyenergetic  simulations.  The  results  should  therefore  not  be  considered  as 
conclusive  as  the  true  optimal  contrast  values  for  each  material  may  differ  slightly  if  a 
more  extensive  search  was  performed.  However,  both  the  monoenergetic  and  poly¬ 
energetic  simulations  demonstrate  that  there  exists  enormous  potential  for  the  use  of 
silver  in  DE  breast  x-ray  imaging. 

Initial  work  has  been  completed  on  the  synthesis  and  testing  of  AgNP.  Spherical 
AgNP  fd  =  4  +2  run)  were  synthesized  using  the  Brust  method,  and  stabilized  with 
PEG  surface  ligands.  Little  cellular  toxicity  was  observed  in  cells  for  silver  concentra¬ 
tions  up  to  lmg/mL.  The  testing  of  these  particles  in  living  systems  is  currently  un¬ 
derway. 

Silver  nanoparticles  represent  an  exciting  avenue  for  the  development  of  a  novel 
DE  breast  x-ray  imaging  agent.  Simulations  have  demonstrated  that  within  the  mam- 
mographic  energy  range,  silver  is  able  to  offer  comparable,  if  not  greater  DE  contrast 
to  iodine.  This  work  provides  the  initial  groundwork  for  a  rich,  new  direction  in  con¬ 
trast-enhanced  DE  breast  imaging. 


Acknowledgements 

The  project  described  was  supported  by  grants  W81XWH-09- 1-0055  and 
W81XWH-1 1-1-0246  through  the  Department  of  Defense  Breast  Cancer  Research 
Program.  The  content  is  solely  the  responsibility  of  the  authors  and  does  not  neces¬ 
sarily  represent  the  official  views  of  the  funding  agency. 


References 

1.  National  Institute  of  Standards  and  Technology  (NIST)  Physical  Measurement  Laboratory. 
XCOM:  Photon  Cross  Sections  Database.  Retrieved  December  10,  2011 

2.  Boone  J.M.  ,  Fewell,  T.R.,  Jennings,  R.J.  Molybdenum,  rhodium,  and  tungsten  anode  spec¬ 
tral  models  using  interpolating  polynomials  with  application  to  mammography.  Med  Phys, 
24;12  (  1997)  1863  -  1874 

3.  Brust  M.,  Walker  M.,  Bethell  D.,  Schiffrin  D.J.,  Whyman  R.,  Synthesis  of  thiol  derivatized 
gold  nanoparticles  in  a  2-phase  liquid-liquid  system.  J.  Chem.  Soc.  Chern.  Commun.  (1994) 
801-802. 

4.  Hussain  S.,  Hess  K.L.,  Gearhart  J.M.,  Geiss  K.T.,  Schlager  J.J  In  Vitro  Toxicity  of  nanopar¬ 
ticles  in  BRL  3A  rat  liver  cells.  Toxiciology  in  Vitro  (2005)  975  -  983 

5.  Navarro  E..  Piccapietra  F.,  Wagner  B.,  Marconi  F.,  Kaegi  R.,  Odzak  N.,  Sigg  L.,  Behra  R. 
Toxicity  of  Silver  Nanoparticles  to  Chlamydomonas  reinhardtii  Environmental  Science  and 
Technology  (2008)  8959  -  89644 
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dual-energy  breast  x-ray  imaging 
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ABSTRACT 

Dual-energy  (DE)  breast  x-ray  imaging  involves  acquiring  images  using  a  low-  and  high-energy  x-ray  spectral  pair. 
These  images  are  then  subtracted  with  a  weighting  factor  that  eliminates  the  soft-tissue  signal  variation  present  in 
the  breast  leaving  only  contrast  that  is  attributed  to  an  exogenous  imaging  agent.  We  have  previously  demonstrated 
the  potential  for  silver  (Ag)  as  a  contrast  material  for  DE  breast  imaging.  Theoretical  analysis  shows  that  silver  can 
provide  better  contrast  to  clinically-used  iodine.  Here,  we  present  the  subtraction  method  developed  to  eliminate  the 
contrast  between  adipose  and  glandular  tissue;  the  two  major  component  materials  in  the  breast.  The  weighting 
factor  is  calculated  from  the  attenuation  coefficients  of  the  two  tissue  types  and  varies  between  values  of  0  and  1  for 
the  energy  combinations  studied.  A  spectral  search  was  performed  to  identify  the  set  of  clinically-feasible  imaging 
parameters  that  will  optimize  the  contrast  of  silver  using  our  subtraction  technique.  The  subtraction  methodology 
was  tested  experimentally  using  step-phantoms  and  demonstrated  that  we  are  able  to  a)  nullify  the  soft-tissue 
contrast  that  arises  from  differences  in  glandularity,  and  b)  preserve  an  image  contrast  for  silver  that  is  independent 
of  the  underlying  soft-tissue  composition.  By  applying  the  DE  subtraction  proposed,  a  silver-based  agent  will 
outperform  an  iodinated  contrast  agent  on  a  commercially-available  CEDE  breast  x-ray  imaging  system. 

Keywords:  breast  cancer  imaging,  dual-energy  subtraction,  contrast  agents,  silver 

1.  INTRODUCTION 

Contrast-enhanced  dual-energy  (CEDE)  breast  x-ray  imaging  encompasses  an  emerging  group  of  modalities  that 
aim  to  provide  quantitative  functional  information  together  with  high-resolution  anatomical  data.  The  unique 
combination  of  information  in  a  single  imaging  procedure  represents  a  powerful  breast  imaging  tool  for 
morphological  and  vascular  characterization  of  breast  lesions  [1-4].  DE  imaging  is  used  to  increase  the  contrast  of 
radiographic  imaging  agents  by  suppressing  the  anatomical  signal  variation  in  the  body.  In  the  breast,  this  involves 
the  suppression  of  the  signal  variation  that  arises  from  differences  in  soft  tissue  (adipose  and  glandular)  composition 
across  the  image.  By  reducing  the  effect  of  this  soft  tissue  noise,  it  is  then  possible  to  segment  and  quantify  the 
signal  from  an  exogenous  imaging  agent.  In  CEDE  imaging,  two  distinct  energy  windows  (low-  and  high-)  are  used 
to  quantify  the  variation  in  attenuation  with  energy.  By  employing  a  contrast  agent  whose  linear  attenuation  k-edge 
lies  within  the  energy  ranges  used,  it  is  possible  to  separate  its  signal  from  the  surrounding  tissue. 

Traditionally,  CEDE  breast  imaging  has  been  employed  with  an  iodinated  contrast  agent.  These  agents  do,  however, 
possess  several  limitations  that  have  fueled  the  research  for  improved  imaging  agents  [5].  The  non-specific  nature  of 
the  contrast  agent  results  in  random  vascular  permeation,  and  their  relatively  low  molecular  weight  facilitates  rapid 
renal  clearance.  Because  these  agents  lack  an  appropriate  layer  of  surface  biomolecules  to  prevent  the  non-specific 
binding  of  blood  serum  proteins,  the  percentage  of  the  injected  dose  that  reaches  the  tumor  site  is  low.  Perhaps  most 
importantly,  iodinated  contrast  agents  were  designed  for  radiographic  imaging  procedures  at  much  higher  x-ray 
energy  ranges  than  those  used  in  breast  imaging.  Thus,  a  more  radiographically-suited  breast  imaging  agent  is 
proposed. 

We  have  previously  demonstrated  the  potential  for  silver  as  a  contrast  material  for  DE  breast  imaging.  Silver 
represents  an  attractive  base  material  due  to  the  central  location  of  its  k-edge  (25.5  keV  [6])  in  the  mammographic 
clinical  energy  range.  Silver  filtration  is  commonplace  in  the  clinic  today,  and  should  allow  us  to  position  spectra  on 
either-side  of  the  k-edge.  There  already  exists  a  significant  amount  of  literature  on  the  development  of  silver 
nanoparticles  which  can  be  used  in  the  synthesis  of  a  silver -based  imaging  agent  [7-8].  The  purpose  of  this  work  is 
to  explore,  in  detail,  the  DE  subtraction  methodology  needed  to  remove  soft-tissue  contrast  while  maintaining  the 
signal  from  a  silver  imaging  agent. 


2.1  Imaging  Framework 


2.  METHOD 


The  signal  intensity  from  either  the  low-  or  high-  energy  image  can  be  expressed  in  terms  of  the  various  attenuation 
coefficients  and  corresponding  thicknesses  of  materials  present  in  the  beam  path.  In  the  simplistic  case  of  a 
monoenergetic  x-ray  source,  these  signal  intensities  can  be  formulated  using  the  Beer-Lambert  law  as: 

ln(/)  =  ln(/0)  +  (—  £  /it),  (1) 

where  70  is  the  initial  photon  fluence,  |i  is  the  linear  attenuation  coefficient,  t  is  the  thickness  of  the  material.  In  the 
case  of  dual-energy  breast  x-ray  imaging,  the  principal  materials  that  contribute  to  the  attenuation  of  the  x-ray 
photons  are  adipose  (a),  glandular  (g)  and  contrast  agent  (c).  Thus  Equation  1,  can  be  rewritten  with  these  three 
materials  for  both  low-(L)  and  high-(H)  energy  photons. 

ln(/L)  =  ln(/o)  +  (-Mata  -  Vgtg  ~  He* c )  (2) 

ln(/H)  =  ln(/(f)  +  (— Ma  ta  -Hgtg-  M? tc ).  (3) 

If  we  then  assume  that  the  total  thickness  of  tissue,  t  can  be  expressed  as  the  sum  of  adipose  and  glandular 
thicknesses: 


t  =  ta+  tg,  (4) 

we  can  substitute  out  ta  in  Equations  2  and  3.  Thus  the  signal  intensity  at  each  energy  level  can  be  described  in 
terms  of  the  total  thickness  of  tissue,  the  amount  of  glandular  tissue,  and  the  amount  of  contrast  material: 

ln(/L)  =  ln(/o)  -  Mat  +  ta(Ma  -  M^)  -  Mc%  (5) 

In (IH)  =  ln(/")  -  Mat  +  tfl(Ma  -  M^)  -  M?tc  (6) 

The  DE  signal  intensity  ( SIDE )  can  be  expressed  as  a  weighted  (W)  subtraction  between  the  high-  and  low-  energy 
signal  intensities. 

SIDE  =  ln(/(50  -  W  x  \nOo)  +  t  x  [-^  +  W  x/iE]  +  tgx  [(m«  -  -  W  x  (nLa  -  /. iLg )]  + 

tc  x  [-M?  +  W  x  Me]  (?) 

SIDt  can  be  broken  down  into  three  major  components.  The  first  component,  ln(///)  —  W  X  ln(/^)  + 
t  X  [— Ma  +  kk  X  MaL  is  a  combination  of  the  initial  photon  fluence  and  total  thickness  of  the  breast.  This 
component  can  be  assumed  to  be  constant  across  the  image  and  thus  provides  an  offset  to  SIDE.  The  second 
component,  tg  X  [(m^  —  M^)  —  kk  X  (mq  —  M^)]-  describes  the  relationship  between  SIDt  and  the  amount  of 
glandular  tissue  in  the  beam.  By  choosing  W  as: 


kk  = 


(8) 


we  can  eliminate  this  dependence.  Thus  the  only  remaining  term  that  varies  across  the  image  is  the  third  component 
fc[— Me  +  w  X  McL  This  component  quantifies  the  linear  relationship  between  SIDE  and  the  thickness  of  contrast 
material  The  contrast,  Sc,  can  be  defined  as  the  change  in  SIDE  with  respect  to  tc : 


d(SIDE ) 

d(t) 


=  SC  = 
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'4  xMc, 
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(9) 


2.2  Monoenergetic  Simulation  Testing 

The  subtraction  method  was  tested  using  a  computer-simulated,  monoenergetic  x-ray  acquisition.  Photons  of  a 
single  energy  are  passed  through  a  5  cm  step-wedge  phantom  that  consists  of  sections  ranging  from  0  to  100% 
glandular,  in  25%  increments.  The  photons  are  then  recorded  on  an  ideal,  energy-integrating  detector  in  the  absence 
of  scatter  or  glare.  A  section  of  the  phantom  is  replaced  with  breast  material  that  has  been  mixed  with  a  certain 


concentration  of  silver.  In  this  manner,  simulated  high-  and  low-  energy  images  were  acquired  and  then  subtracted 
using  the  weighting  factors  calculated  in  (8). 

2.3  Spectral  Optimization 

A  spectral  simulation  search  was  performed  to  identify  the  combination  of  clinically-feasible  imaging  parameters 
that  maximized  contrast  for  Ag.  The  parameters  chosen  for  the  search  are  limited  to  those  that  are  experimentally 
feasible  on  the  Hologic  CEDE  Dimensions  system. 

Table  1.  Parameters  used  for  the  spectral  search. 


Parameter 

Values 

Target 

Tungsten 

Low  Energy  kVp 

23  to  32 

High  Energy  kVp 

36  to  49 

Filter  Materials 

Low  Energy:  Ag,  Rh,  Al 

High  Energy:  Cu 

All  spectra  were  pre-filtered  with  50  cm  of  air  and  0.7  mm  Be 

Detector 

Si,  energy-integrating 

Polyenergetic  tungsten  spectra  were  simulated  using  Boone’s  interpolation  method  and  filtered  using  the  Beer- 
Lambert  law.  The  signal  intensity  recorded  on  the  detector  was  calculated  as: 

kVp 

SI  =  YjNExFmxFdxE  (10) 

E=  1 

where: 

Ne  is  the  number  of  photons  at  the  energy  E,  calculated  using  Boone’s  method  [9], 

Fm  =  for  all  materials  present  in  the  beam  path 

Fd  =  (1  —  for  the  detector  ( d) 

The  standard  deviation,  o,  of  the  signal  intensity  was  calculated  as: 

So  —  SI046  (11) 


The  coefficient  of  0.46  was  obtained  from  Marshall  et  al.  where  the  noise  in  a  Hologic  Selenia  system  was 
characterized.  A  low-  and  high-  energy  spectral  pair  were  then  passed  through  either  a  block  of  100%  adipose  or 
100%  glandular  tissue.  W  can  be  calculated  using  signal  intensities  (SI)  as: 


ln(5/g)— ln(Sfff) 
ln(S/£)-ln(S/|) 


(12) 


Equation  12  can  be  thought  of  as  the  equivalent  of  Equation  8  for  a  polyenergetic  spectra.  The  spectral  pair  used  for 
the  calculation  of  W  was  then  instead  passed  through  a  block  with  a  50%  glandular  fraction.  SIDE  was  calculated  in 
the  presence  {SI^g)  and  absence  (SIdEg)  of  a  silver  contrast  agent  at  a  concentration  of  1  mg/cm2.  The  signal 
difference  to  noise  ratio  (SDNR)  was  chosen  as  the  figure  of  merit  to  be  maximized  in  the  optimization,  and  was 
calculated  as: 


where: 


SDNR  = 


si 


Ag 


-  SI 


DE 

bkg 


o 


DE 

bkg 


o2"  +  W2  xo2 


xW  x  covQn(Slgkg)  ,ln(S/£kJ) 


(13) 


(14) 


The  covariance  term  was  assumed  to  be  a  constant  and  determined  experimentally  by  obtaining  a  DE  image  set  of  a 
plain  sheet  of  acrylic,  and  then  calculating  the  correlation  between  the  signals  in  a  fixed  region  of  interest. 

To  ensure  that  the  results  would  produce  an  optimization  point  that  was  clinically  feasible,  several  constraints  were 
applied  to  the  simulation  algorithm: 


•  The  total  effective  dose  to  the  breast  was  set  at  2,4  mGy.  However,  the  manner  in  which  this  dose  was 
distributed  between  the  low-  and  high-  energy  spectra  was  allowed  to  vary.  The  mean  glandular  dose  to  the 
breast  for  a  given  spectrum  was  calculated  using  Hendee  [10]  and  Dance  [11]. 

•  The  mAs  required  to  achieve  the  desired  dose  was  not  allowed  to  exceed  200  mAs.  The  required  mAs  for  a 
given  dose  was  estimated  using  experimentally-obtained  tube  output  data. 

•  A  minimum  threshold  detector  signal  intensity  was  set. 

2.4  Spectral  Optimization  Validation 

A  4cm  step  phantom  was  imaged  on  the  Hologic  clinical  CEDE  Dimensions  system.  A  silver  foil,  measuring  50  pm 
in  thickness,  was  taped  on  top  of  the  phantom  to  mimic  an  embedded  concentration  of  25  mg/cm2  of  Ag  contrast 
agent.  The  phantom  was  imaged  at  the  optimal  conditions  found  in  the  previous  section  as  well  as  other  non-optimal 
combinations  of  parameters.  The  low-  and  high-  energy  images  were  then  subtracted  using  the  appropriate 
weighting  factors  to  eliminate  the  glandular  dependence.  SDNR  was  then  calculated  for  each  of  the  DE  images.  The 
experimental  and  simulated  values  of  W  and  SDNR  were  compared  to  validate  the  simulation  algorithm. 


3.1  Imaging  Framework 


3.  RESULTS 


IV(see  Figure  1)  and  Sc  of  silver  (see  Figure  2)  were  calculated  for  energy  combinations  between  20  and  50  keV.  W 
was  found  to  have  values  ranging  between  0  and  1  -  this  is  to  be  expected  as  the  difference  in  mass  attenuation 
coefficients  of  adipose  and  glandular  tissue  decreases  as  the  energy  increases.  W  tends  towards  1  along  the  diagonal 
of  the  plot,  for  the  case  where  the  low  and  high  energy  are  equal,  and  is  smallest  when  the  low-  and  high-  energies 
are  furthest  apart. 


High  Energy  (keV) 

Figure  l.W  calculated  for  energy  combinations  ranging  from  20  to  50  keV.  Values  ranged  from  0  to  1. 

As  expected,  Sc  is  only  significantly  greater  than  zero  for  energy  pairs  that  bracket  the  k-edge.  The  maximum 
contrast,  however,  does  not  occur  directly  above  and  below  the  k-edge  but  at  (21,26)  keV.  This  is  due  to  the  effect 
that  the  weighting  factor,  and  consequently  the  attenuation  coefficients  of  adipose  and  glandular  tissue,  have  on  Sc- 


Similarly,  Sc  was  calculated  for  iodine,  and  plotted  in  Figure  3.  The  maximum  achievable  contrast  when  using 
iodine  is  33%  lower  than  that  of  silver. 


High  Energy 


Figure  2.  Sc  calculated  for  silver  at  energy  pairs  between  20  and  50  keV.  The  maximum  contrast  of  45  a.u.  occurs  at  a  low 
energy  of  21  keV,  and  a  high  energy  of  26  keV. 


High  Energy  (keV) 


Low  Energy  (keV) 


Figure  3.  Sc  calculated  for  iodine  at  energy  pairs  between  15  and  50  keV.  The  maximum  achievable  contrast  is  33%  lower  than 
that  of  silver. 

3.2  Monoenergetic  Simulations 

Figure  4  shows  the  simulated  low-  and  high-  energy  images  that  are  obtained  using  an  energy  pair  of  (21,26)  keV. 
Each  of  the  single  energy  images  demonstrates  a  strong  Sl-dependence  on  the  glandular  fraction  of  the  underlying 
tissue.  The  section  of  the  phantom  that  contains  Ag,  consists  of  a  singular  concentration  of  the  element,  but  results  in 
a  gradient  of  signal  intensities  because  of  the  underlying  variations  in  soft-tissue  composition.  By  subtracting  these 
single-energy  images  using  W  calculated  for  that  energy  pair,  the  DE  image  shown  on  the  right  was  obtained. 


High 


DE 


Low 

0%  glandular 

Ag  section 

Figure  4.  High  (26  keV)-  and  Low  (21  keV)-  energy  images  of  a  step  phantom  with  an  section  of  embedded  Ag.  The  images  are 
subtracted  using  the  pre-calculated  weighting  factor  to  yield  the  DE  image  shown  on  the  right. 

3.3  Spectral  Optimization  and  Validation 

Five  spectral  pairs,  including  the  optimization  maximum,  were  chosen  to  validate  the  simulation  results  (see 
Table  2).  Figure  5  shows  the  experimentally-determined  W  plotted  against  the  simulated  values.  The  two  sets  of  data 
are  shown  to  be  highly  correlated,  with  the  experimental  values  assuming  a  scalar  multiple  of  the  simulated  data. 
This  scalar  is  due  to  the  manner  in  which  the  Hologic  CEDE  converts  the  total  number  of  x-ray  photons  into  digital 
values. 

The  SDNR  simulated  for  each  of  these  spectra  was  compared  to  the  experimentally-obtained  values  and  plotted  in 
Figure  6.  The  two  sets  of  data  are  found  to  be  correlated  with  a  coefficient  of  determination,  R2,  of  0.9407.  Spectral 
Pair  1  was  identified  as  the  optimization  maximum  in  the  simulation  algorithm,  and  also  showed  the  maximum 
experimental  SDNR.  An  identical  simulation  algorithm  was  run  for  an  iodine  contrast  agent,  and  the  maximum 
SDNR  was  calculated  to  be  15%  lower  than  that  of  Spectral  Pair  1. 

Low-  and  high-energy  images,  along  with  the  DE  subtraction,  are  shown  in  Figure  7  for  the  step  phantom  imaged 
using  Spectral  Pair  1.  A  line  segment  (shown  in  blue),  spanning  all  glandular  fractions,  was  placed  in  each  of  the 
DE,  low-,  and  high-energy  images.  The  mean  (y)  and  standard  deviation  (a)  of  the  SI  of  the  pixels  in  a  given  image 
were  then  calculated,  and  the  coefficient  of  variation  cv  of  the  background  SI  was  computed  as: 


Similarly,  six  square  regions  of  interest  (Figure  7,  5  in  red  over  the  silver,  1  in  green  over  the  background)  were  used 
to  calculate  the  SDNR  at  five  locations  of  the  phantom  marked  with  red  squares.  cv  of  the  SDNR  and  background  SI 
are  tabulated  in  Table  3.  In  each  case,  cv  is  smallest  in  the  DE  image. 


Table  2.  Spectra  chosen  for  validation  of  optimization  results.  The  table  includes  the  high-  and  low-  energy  kVp  and  filter  choice 
along  with  the  dose  fraction  to  the  low-energy  spectrum.  The  optimization  maximum  is  highlighted  in  gray. 


Spectral  Pair  High  Energy  Low  Energy  Dose  fraction  to  LE 

1  46  -  Cu  27  -  Rh  0.5 

2  49  -  Cu  27  -  A1  0.6 


3  49  -Cu  34  -Ag  0.6 

4  49 -Cu  33 -Rh  0.8 


0.1  0.15  0.2  0.25  0.3  0.35  0.4  0.45 

Simulated  W 


Figure  5.  The  experimental  and  simulated  values  of  W  show  excellent  agreement. 


Figure  6.  Correlation  between  simulated  and  experimental  SDNR  values.  The  data  shows  excellent  agreement  between  the 
simulated  and  experimentally-obtained  values,  with  the  optimization  point  providing  the  maximum  in  both.  The  red  dashed  line 
indicates  the  maximum  simulated  SDNR  for  iodine,  calculated  under  the  same  constraints. 
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Low  Energy 


Figure  7.  Low-  and  high-energy  images  along  with  the  DE  subtraction  of  a  4  cm  step  phantom  with  a  silver  foil  emulating  an 
areal  concentration  of  25  mg/cm".  The  artifacts  present  in  the  image  of  the  foil  arise  from  physical  imperfections  in  the  material. 


Table  3.  Coefficient  of  variation,  cVj  for  the  background  SI  and  SDNR  in  each  of  the  DE,  low-  and  high-energy  images.  For  both 
cases,  cVj  of  the  DE  image  is  the  smallest. 


Cy 

DE 

Low-Energy 

High  Energy 

Background  SI 

0.072 

0.71 

0.12 

SDNR 

0.0036 

0.28 

0.0095 

4.  DISCUSSION  AND  CONCLUSIONS 

The  goal  of  this  study  was  to  develop  a  DE  subtraction  method  for  silver  that  would  remove  soft  tissue  signal 
variation  while  preserving  the  contrast  from  the  imaging  agent.  A  framework  was  developed  in  Equations  1  through 
9  using  a  monoenergetic  analysis  of  the  signal  intensities  obtained  from  a  low-  and  high-energy  acquisition.  The 
weighting  factor,  W,  that  is  needed  to  be  applied  to  the  low-energy  image  in  the  DE  subtraction  is  formulated  in 
Equation  8.  W  is  independent  of  the  choice  of  contrast  material,  and  solely  depends  on  the  low-  and  high-energy 
attenuation  coefficients  of  adipose  and  glandular  tissue.  W  is  plotted  in  Figure  1  for  combinations  of  energies 
ranging  from  20  to  50  keV.  W  assumes  values  between  0  (when  the  low-  and  high-energies  are  furthest  apart)  and  1 
(for  the  trivial  case  when  the  low-  and  high-energy  are  the  same). 

The  theoretical  DE  contrast,  Sc,  observed  from  an  imaging  agent  is  formulated  in  Equation  9.  Sc  is  plotted  in 
Figures  2  and  3  for  silver  and  iodine,  respectively.  For  both  materials,  Sc  is  only  significantly  greater  than  zero  at 
energy  pairs  that  bracket  the  k-edge  of  the  material  (25  keV  -  silver,  33  keV  -  iodine).  Interestingly,  the  maximum 
value  of  Sc  does  not  occur  directly  above  and  below  the  k-edge  where  the  difference  between  the  attenuation 
coefficient  is  the  greatest.  Instead,  Sc  of  silver  is  maximum  at  an  energy  pair  of  (LE,FIE)  =  (21,26)  keV.  This  is  due 
to  the  effect  that  the  weighting  factor,  and  consequently  the  attenuation  coefficients  of  adipose  and  glandular  tissue, 
have  on  Sc .  The  maximum  achievable  contrast  of  iodine  is  33%  lower  than  that  of  silver,  implying  that  a  silver 
contrast  agent  would  be  better  suited  as  a  DE  imaging  agent  in  the  mammographic  energy  range. 

A  monoenergetic  image  acquisition  was  then  simulated  using  the  energy  pair  (21,  26)  keV  that  maximized  Sc  of 
silver.  Figure  4  shows  the  DE,  low-, and  high-energy  images  that  were  obtained.  The  DE  image  demonstrates  two 
important  features  that  are  critical  to  CEDE  imaging.  First,  the  soft-tissue  contrast  has  been  nullified.  The 


background  signal  has  been  reduced  to  a  single  value  that  is  independent  of  the  glandular  percentage.  Second,  the 
contrast  in  the  silver  is  maintained  and  independent  of  the  underlying  soft-tissue  composition 


A  polyenergetic  simulation  was  then  performed  to  identify  the  set  of  clinically-feasible  imaging  parameters  that 
optimized  the  contrast  for  silver.  In  this  particular  study,  the  optimization  was  performed  for  a  Hologic  CE-DBT 
system;  parameters  listed  in  Table  1.  The  simulation  was  further  constrained  to  ensure  that  the  total  mean  glandular 
dose  to  the  breast  was  2.4  mGy.  The  optimal  imaging  technique  consisted  of  a  46  kVp  high-energy  beam  and  a  27 
kVp  low-energy  beam  with  rhodium  filtration,  at  a  dose  distribution  of  50:50.  This  low-energy  technique  is  a  classic 
example  of  an  anatomical  image  that  is  obtained  in  the  clinic  today.  In  the  case  of  an  iodine  agent,  this  low-energy 
kVp  would  need  to  be  higher  to  accommodate  for  the  higher  k-edge  of  iodine.  This  further  supports  our  hypothesis 
that  silver  is  a  superior  DE  imaging  agent  to  iodine  in  the  mammographic  energy  range. 

Table  2  shows  the  four  additional  spectral  pairs  that  were  chosen  to  test  the  validity  of  the  simulation  algorithm 
identifying  Spectral  Pair  1  as  the  optimization  point.  The  experimental  values  of  W  for  each  of  the  spectral  pairs  was 
shown  to  correlate  well  with  the  simulated  numbers  as  shown  in  Figure  5.  The  inability  to  perfectly  estimate  W 
arises  from  the  inability  to  exactly  simulate  the  conversion  of  x-ray  photons  absorbed  in  the  detector  to  digital  units. 
As  shown  in  Figure  6,  the  experimentally-determined  SDNR  was  shown  to  highly  correlated  with  the  simulated 
values  .  Spectral  Pair  1  proved  to  maximize  the  SDNR  in  both  the  experiments  and  simulations.  Additionally,  the 
maximum  simulated  SDNR  for  an  iodine  agent  is  15%  lower  than  that  of  Spectral  Pair  1,  further  supporting  that 
silver  is  a  better  DE  imaging  agent  in  the  mammographic  energy  range. 

DE,  low-,  and  high-energy  images  of  the  step  phantom  imaged  using  Spectral  Pair  1  is  shown  in  Figure  7.  The 
coefficient  of  variation,  cv ,  of  the  background  SI  and  the  SDNR  of  the  silver  at  various  locations  in  the  phantom  are 
tabulated  in  Table  3.  In  both  cases,  the  DE  image  demonstrates  the  lowest  c„.  This  indicates  that  the  DE  subtraction 
succeeded  in  removing  the  soft -tissue  signal  variation  present  at  the  single-energy  images,  as  well  as  maintaining  the 
SDNR  of  a  silver  contrast  agent  regardless  of  the  underlying  soft-tissue  composition.  This  work  leads  us  to  believe 
that  by  applying  the  DE  subtraction  proposed,  a  silver-based  agent  will  outperform  an  iodinated  contrast  agent  on  a 
commercially-available  CEDE  breast  x-ray  imaging  system. 
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